Abstract
A 39-year-old woman with symptomatic, idiopathic left ventricular extra beats was scheduled for a redo ablation. During the procedure the arrhythmia appeared to be very infrequent (1 extra beat/min), making it practically "unmappable" for the conventional mapping systems. An ultra-fast, high-density 3D mapping system (Rhythmia, Boston Scientific, Cambridge, MA, USA) with a 64-electrode basket mapping catheter (Intelamap Orion) was used to successfully tackle the arrhythmia.
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Background
Non-sustained or hemodynamically unstable arrhythmias are usually extremely difficult to map or may even be "unmappable", thus making them virtually impossible to tackle with catheter ablation. The Rhythmia navigation system (Rhythmia, Boston Scientific, Cambridge, MA, USA) is a novel system that allows for ultra-fast, high-density 3D mapping of various cardiac structures. Preliminary reports suggest the feasibility and efficiency of this method, although data on its application in various clinical scenarios are still scarce (1-2). Here we report a patient scheduled for ablation of frequent, symptomatic and idiopathic ventricular extra beats along with non-sustained ventricular tachycardia, in whom arrhythmia virtually disappeared after sedation and insertion of electrodes, thereby making it practically unmappable. Use of the Rhythmia mapping system was found to be very helpful and efficient in this scenario.
Case report
A 39-year-old woman with recurrent, symptomatic and idiopathic, non-sustained left ventricular tachycardia (nsVT) and ventricular extra beats (VEB) was admitted for a redo ablation. The first procedure was performed in 2012 due to a frequent (24 000 extra beats and numerous nsVTs/24 h) and very symptomatic arrhythmia, originating from the left ventricle. A successful procedure was performed with a 3D mapping system, namely CARTO, resulting in the patient being asymptomatic until very recently. Half a year ago palpitations reoccurred and 24-h Holter ECG monitoring captured over 14 000 monomorphic ventricular extra beats. In addition, 12-lead ECG showed extra beats with right bundle branch block-like morphology, with positive ventricular complexes in leads I, II and aVL, and negative in lead III, along with a transitional zone in lead V5 (Figure 1 ). Echocardiography showed normal size and function of the left and right heart, with no significant valvular lesions. Consequently, the patient was scheduled for a redo procedure.
The procedure was performed under sedation (opioid and benzodiazepine) and local anesthesia. Mapping of the left ventricle and subsequent ablation were attempted based on VEB morphology in both the underlying ECG and arrhythmia morphology captured during the previous ablation. Once the vascular access sites were ready (left femoral vein and right femoral artery) and the intra-cardiac electrode had been placed in the right ventricle, the arrhythmia became very infrequent (only approximately 1 extra beat per min). Right ventricle pacing prior to and after isoproterenol infusion also failed to significantly increase arrhythmia frequency. A decision was made to use an ultra-fast, high-density 3D mapping system (Rhythmia). A nine-F vascular sheath for the right femoral artery was used to introduce an 8.5 F basket mapping catheter (Intelamap Orion, Boston Scientific) into the left ventricle (transaortic route). The Orion mapping catheter is a deployable basket electrode (deployment range 3-22 mm) equipped with 64 electrodes (Figure 2) , and thus capable of acquiring signals simultaneously from 64 different points of the cardiac cavity at one heartbeat. Although during a 65-minute left ventricular mapping only 75 extra beats were observed, this was sufficient for the Rhythmia system to collect 624 intra-cardiac electrograms and to draw an activation map. This comprised sites of the earliest activation (area of interest) -figure 3. Pacemapping confirmed the location of arrhythmia origin. Using an irrigated tip ablation catheter, eight RF applications were delivered at sites of the earliest activation (located relatively close to the posterior papillary muscle), resulting in complete remission of arrhythmia. Right ventricular pacing both in the drug-free state and during continuous infusion of a beta-mimetic (isoproterenol) failed to evoke extra beats. Procedure duration (skin-to-skin) was 1 h and 38 min. Fluoroscopy duration and exposure were 16 min and 104 mGy, respectively. The procedure and post-procedural in-hospital period were uneventful, and the patient was discharged home on the second day. After one month of observation, the patient remains asymptomatic and free of arrhythmia on ambulatory Holter ECG.
Discussion
Rhythmia with the 64-electrode Intelamap Orion mapping catheter is a newly developed mapping system for rapid, automatic generation of high-density anatomical, voltage and activation maps of the heart chambers. Its utility has been recently demonstrated, initially on animal models, and subsequently in a wide variety of arrhythmias in humans. These included atrial tachycardia, atrial fibrillation, atrioventricular nodal reentry tachycardia, and ventricular tachycardia in structural heart disease (1-8). Our case shows that the system may be very helpful by generating a detailed activation map despite infrequent arrhythmia at the time of the procedure. By contrast, collecting electrograms by the "point-by-point technique" (e.g. using the CARTO system) would last > 10 hours if one were to collect over 600 points. However, using the Rhythmia system, which automatically collects over 8 electrograms per heartbeat, this process can be shortened to one hour only. Although our map was confined to selected parts of the ventricle, it was precise enough to allow for successful RF ablation. This ultra-fast, high-density mapping may be even more important in patients with severely compromised left ventricle function and electrical storm, in whom arrhythmia is usually hemodynamically unstable, and/or very difficult to induce. In such cases, the ability to build a high-quality activation map quickly may be of particular importance.
Our data are based on a single case observation of limited duration (1 month). Thus, our findings, though appealing, are to be considered as hypothesis-generating only, and further studies are warranted to establish the position of Rhythmia and other new mapping systems in a "real life" clinical setting.
